Spontaneous reattachment of a dislodged atrial lead.
Acute lead dislodgment is a complication that should be managed immediately. Spontaneous reattachment of a dislodged atrial pacing lead has never been reported before. This case report describes a lucky patient whose atrial lead spontaneously gained a new functioning position after dislodgment from its initial implantation site.